INTRODUCTION
The accurate measurement of x-ray energies E near 10 4 2 e V to within I 0 ppm is needed in order to ascertain the valence of the absorber in conductors and in biological materials because the valence is an indicator of how metal-insulator transitions and how biological red-ox re actions occur. In particular, we have correlated the metal-insulator transitions in the liquid metal Rb-NH 3 with the changes in the x-ray absorption spectra near the Rb K edge.' Here a single absorption near the edge (Is --+ np, n ;::::: 4) shifts as a function of the relative metal concentration by as much as 5 eV as the valence changes from 0 to + 1. Also multiple valence has been deduced from shifts in the x-ray absorption for SmS under pres sure2 or by Y substitution in SmxY _xS 3 1 and by inter calation in TaSe 2 . 4 The relative changes are easy to mea sure during a given experiment by running a set of standards together with the unknown samples. 5 However, in order to compare data taken at different times, at different laboratories, it is important to measure the ab 2 solute value of the energy to within at least I0 ppm. The purpose of this work is to describe a simple three Si crystal spectrometer shown in Fig. I which does the job.
The principles used to measure accurate wavelengths are described in Sec. II. 6 The experimental details and error analysis for an example are applied in Sec. III to measurements of the TaS 2 -N 2 H 4 and the C (graphite) + A sF 5 systems carried out at the Stanford Synchrotron Radiation Laboratory (SSRL).
II. X-RAY WAVELENGTHS
Accurate x-ray wavelength measurements are carried out using the Stenstrom correction to the Bragg relation. 6 The Bragg relation is satisfied for the planes in the two Si crystals of the monochromator (M) and for an ad ditional reference crystal (g) with respective scattering vectors S when:
where () 8 
The Stenstrom correction to the energy (due to o) in relations (2) is then 
Thus to evaluate the energy to within an accuracy of l 0 2 ppm, one needs to know the glancing angle () to within the same accuracy. If () can be measured directly the solution is obvious. 6 The situation with synchrotron sources (e.g., at SSRL), however, is less direct. There the monochromator is driven by a stepping motor (M step) with a known incremental angle per step (r 9 M), but the absolute angle is unknown and must be determined by a calibration (e.g., at a known energy). We may write:
and eM is an offset angle to be determined by a calibra tion. The correct energy selected by the monochromator crystal is then given by
In a conventional two Si crystal spectrometer, eM is cal ibrated by identifying the reported edge energy E 0 with some reasonable feature of the metal x-ray absorption near the Cu K edge. Some users identify the first inflec tion point with E 0 (8.9803 keV) and one assumes that o varies linearly with A. 2 6 • ; i.e., the Stenstrom relation ( 4) is a constant. However, near the Fe Kedge this calibra tion of eM places the first inflection point 2 eV above E 0 (7.1112 keV). This is not possible because the true edge is usually preceded in energy by some white line features. Other users place E 0 near the first sharp feature (mini mum or maximum) of the extended x-ray absorption fine structure (EXAFS) which is ambiguous but much more plausible than the first inflection point. Also internal stan dards can be used to provide relative energy measure ments.5 However, an absolute energy calibration requires a three-crystal spectrometer. Figure 1 describes the first one used successfully at SSRL, but the simple apparatus can be used at any other synchrotron source.
The only variable in the optical system shown in Fig. 1 is the glancing angle 0 0 of x rays (coming through counter I) on a Si crystal ( 4 X 10-4 m thick) cut along the (111) [or (110)] plane which is changed from 45 o by a step motor in order to place two or more diffraction markers near the edge being measured ( ( 2) and ( 6) and carrying out three additional edge mea surements at the beginning and end of every period, dur ing which 0 0 is left unchanged. First, the Cu K edge is run. The strong diffractions near the Cu K edge shown in Fig. 2 are for g = (333) and (335). These are easily identified and used to determine 0 0 to within 100 ppm by interpolating from the tables. Then the ( 444) dif fraction near the AsK-or Ta L 1 edge is used to ascertain eM from the fact that E 333 / E 444 = 3/4. Finally, the edge being investigated is scanned and the strong diffractions predicted by the tables are assigned. The procedure re quires only three extra scans for calibration and the wealth of diffractions for the Si crystal allows one to place a diffraction marker or two near the edge being measured. The diffraction markers are then used to check the stability of the calibration throughout an entire ex periment as long as care is exercised to maintain 0 0 con stant.
The reference relation (2) is written for the crystal lographic planes normal to g = (hkl) in the reference marker using the crystal Cartesian axes (ZIIg 0 , Xllgx, and Yll~. the direction of the beam polarization in Fig. 3 ), i.e.,
where both g 0 and gx are first estimated by a Laue pho tograph but the exact orientation of the reference crystal in the laboratory axes must be obtained from (2') for a series of calibration points. Also the value of 8 0 for dif ferent Sg diffractions has a specific dependence on OM, i.e., from (2') it follows that a given g diffraction tracks ()M of the monochromator at the rate of
where tan Ag = lg 0 lg • gxf[ lgxlg ·go] giving a change of energy with 1::.0 0 of: (8) and from (2') and (8) 
where the Mg (monochromator) steps are experimental values measured when relation (2) is satisfied for the reference g diffraction. Thus the relations ( 6') calibrate the synchrotron radiation energy in the manner used ear lier by both Stenstrom and Dumond. 
Ill. EXAMPLE OF WORK DONE AT SSRL
In the system shown in Fig. 1 , the SLO-SYN motor rotates at the rate of 0.9° /step advancing the micrometer heat at the rate rz = 1.588 X 10- 6 mjstep causing a change in () 0 which is determined by the separation be tween the ball bearings supporting the back and front of the prism crystal mount of 4.58 em. Then the rate of change is r 00 = -3.47 X 10-5 radjstep, and the fractional rate of change in the energy which satisfies the Bragg condition for the g plane follows from Eq. (8}, i.e., This is to be compared with the fractional rate of energy change per monochromator step: Table 1 :
X-ray diffraction markers
indicating that this diffraction marker can be moved at the rate of 0.28 eV per step of the reference motor (g step) so that it can be placed at any desired energy to within a 25 ppm accuracy. Then if B 0 is left unchanged during a set of measurements the absolute energy can be determined accurately by measuring say the (333 ), (444), and (555) diffractions. We have found that B 0 did remain constant for several days of running time but that any disturbance of the Si crystal prism mount can change B .
0
The energy calibration is carried out by minimizing the error in relations ( 6'):
(10) versus em as indicated in Fig. 6 and in Table I Table I gives the energies evaluated in the neighborhood of the Cu and Fe Kedges and the Ta L 1 edge to within an accuracy
However, the advantage of the method described here lies in the constant monitoring of the energy via the dif fraction profiles run with every spectrum. The use of reference markers in the study of the TaS 2 + N 2 H4 sys tem and C + AsF 5 is shown in Figs. 5, 7 , and 8. The actual width of the diffractions was found to depend on the incident flux. For low incident flux (12 rnA current) the full width at half-height (FWHH) of the diffraction in Figs. 5 and 7 is 2.3-2.6 eV, whereas for high incident flux (65 rnA current) we observe a FWHH of 4.4 eV which may be due to poor adjustment of slit widths in 6 the monochromator.
4 Fig. 5 are used as an indication of the reliability of the data. However, this width is considerably greater than the calculated Darwin width for perpendicular po larization6: additive. For the two monochromator crystals (g = 220) this is greater than that for the reference; i.e., in relation 4 (12) 2(M / E)D,M = 1.08 X 10-near 11.088 keV is of the same order of magnitude as the observed diffraction width. The physical significance here then is that the reference diffraction actually follows the incident pho tons' line profile.
The error due to the divergence of the synchrotron beam is determined by the slit height h = 1 o-l em over the distance of the source to slit (R = 2 X 10 3 em); i.e., h/ R = 4 X 10-5 rad 6 is less than the Darwin width in this case. However, the diffractions shown in Fig. 5 do not resemble the Darwin profiles evaluated using relation (6.50) of Ref. 6 . They are much more symmetric, sug gesting that a detailed investigation of diffraction line profiles using synchrotron radiation can yield information on b as well as absorption coefficients.
The knowledge of the incident photons' line profile is of some importance in the study of white peaks arising from transitions to bound states below a given edge. In Fig. 8 is of the same order of magnitude as the FWHH of the diffraction of 4.4 eV. As a result one cannot determine the actual ab sorption profile because we suspect the diffraction width is caused by the width of the incident photons' line pro file. This poor resolution may be due to heating of the monochromator crystals by the incident flux and for poor slit adjustment. However, the reference diffraction is the only possible way to establish the stability and condition of the incident photons.
APPENDIX
The n( 111) diffractions used to calibrate eM in the three-crystal spectrometer are insensitive to any mis alignment in g , 0 gx, and gy. However, since other g = (hkl) diffractions may be used to monitor the energy near an edge being measured, it is important to determine any alignment errors. Let gx = (II 2) + x; gy = (1 f 0) + y; The diffraction energy is evaluated in (2) using the ratio sin Ogjg and the error introduced by a misalignment (Al) into the energy is:
where Og is the true value and ()g assumes x y = z = 0. Then using (2'): and Mm/Em-Mo012/Erxm = 1.1~0°.
(AS)
When 0 0 is evaluated assuming Mnnn = 0, then rela tions (AS) indicate that the diffractions g = (hhl) should be predicted to within ~a 0 = 3. 7 X 10-3 in Table I .
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